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Surgical Technique

Preoperative Planning

Preoperative planning is conducive to optimal 
surgical outcomes by ensuring the most appropriate
implants are selected for the patient. The key ob-
jectives are correct positioning of the central rota-
tional point of the hip, correct leg length, and finally, 
preservation or restoration of sufficient soft tissue 
tension by avoiding medialization of the femur.  

Achieving anatomically appropriate CCD or neck 
angle and head–neck length are of paramount im-
portance. The Lubinus SP II System offers CCD an-
gles of 117°, 126°, and 135° and femoral heads with 
up to four head–neck lengths affording the surgeon 
great flexibility.

Planning should ideally be based on two X-rays: an 
AP image of the pelvis and a mediolateral image of 
the hip in question. When performing the pelvic 
X-Ray it is important to ensure that: 

1. Both femurs are shown in their entirety. 

2. The femurs are straight and parallel and, if 
possible, internally rotated approximately 5° in 
that position.  

3. Key landmarks needed for planning are visible: 
the inferior margins of the obturator foramen and 
of the acetabular teardrop. 

When evaluating the X-rays, it is important to factor 
in any magnification incurred. Two factors are decisive:

1) Focal distance 
Focal spot X-ray tube          x  Film cassette  
A focal distance of 100 cm gives a magnification 
of about 10%. 

2) Object_film distance  
Femoral axis            x Film cassette 

Fig. 1
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Surgical Technique

Once the dimensions have been entered, the tem-
plates are used to select the best implant compon-
ents for the particular case. The template is positio-
ned on the radiograph so that the center of rotation 
coincides with the anatomical center of rotation as 
determined in the drawing. 
The implant components selected should correct 
any anatomical insufficiencies derived from the 
measurements. 

First, geometrical measurements are taken based on 
the pelvic radiograph. This can be done on the X-ray 
directly (Fig. 2), but it is better to trace the skeletal 
contours onto tracing paper (Fig. 3). 

A horizontal reference line is drawn along the inferior 
margins of the obturator foramen, followed by a 
vertical reference line along the sacral crest, ideally 
passing through the center of the pubic symphysis. 

From these two lines, the center of rotation, 
difference in leg length, left/right femoral distance, 
distance between the left/right muscle T lever arms, 
etc. are defined and marked on the tracing paper. 

Practical steps

Fig. 2 Fig. 3

In addition to the pelvic radiograph, the mediolateral 
radiograph is used to determine the stem shape 
and size of the femoral prosthesis as seen from the 
lateral view.

This provides an overview and landmarks for orien-
tation during surgery, e.g., transfer of dimensional 
references to the bone. Always remember that the 
measurements on the radiograph include a ma-
gnification effect that must be taken into account 
if the measurements are transferred to bone. If the 
magnification is 10%, measurements taken from the 
radiograph must be divided by 1.1. So, for example, 
60 mm apparent ÷ 1.1 = 54.5 mm actual measure-
ment. The same applies for other magnifications: e.g.,
at 15% magnification a 60 mm apparent measure-
ment gives 60 mm ÷ 1.15 = 52.2 mm actual measu-
rement. 
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Surgical Technique

The planned result becomes clearer when the 
transparent sheet with the outlined skeletal contours, 
measurements, and sketched-in position of the 
acetabular cup is placed on top of the radiograph 
and adjusted so that the femur in the radiograph is in 
the desired outcome position relative to the drawing 
of the pelvis. This position is then traced onto the 
tracing paper, preferably in a different color (Fig. 4).

The differences on the tracing paper, e.g., actual and 
planned positions of the femur, provide the visual 
overview required for surgical planning and precise 
selection of the implant components using the X-ray 
templates (Fig. 5).

Materials required: 
1. Tracing paper 
2. Transparent ruler, 1:1  
3. Transparent protractor  
4. Transparent radius/hole template  
    Ø 24 to 58 mm, in 2 mm increments 

INFORMATION: 
Preoperative planning may be time-consuming 
but it provides intraoperative guidance and can 
enhance the final result.

Fig. 4 Fig. 5
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Surgical Technique

The choice of the approach depends on the 
surgeon‘s experience and his/her decision based 
on the individual situation.

The following approaches are usual:

- antero-lateral - Watson–Jones (Fig. A)

- direct lateral - Hardinge (Fig. B)

- postero-lateral - Moore (Fig. C)

Surgical Approaches

Fig. A: Watson–Jones

Fig. B: Hardinge

Fig. C: Moore
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Surgical Technique

The following illustrations show a posterior approach.

The hip is dislocated in the usual way. The standard 
osteotomy plane is normally at 45° to the axis of the 
femoral stem (Fig. 1).

Resection of the femoral head according to 
preoperative planning. 

A comparison between the bone situation and the 
Resection Guide helps to determine the resection 
level (Fig. 2). 
Sparing resection is advisable to allow for additional 
resection or reaming using the Calcar Reamer if ne-
cessary. The resection angle is perpendicular to the 
axis of the femoral neck.

Fig. 1

Fig. 2
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Surgical Technique

Implantation of the acetabular cup
The acetabular cup is usually prepared before the 
stem (Fig. 3).

The medullary cavity is opened with a Box Chisel. 
This should be done as far laterally as possible to 
avoid varus positioning of the stem. The femoral canal 
is opened with the Femoral Canal Opener with the 
entrance point in the fossa piriformis groove (Fig. 4).

When using a SPII Long Prosthesis Stem, the 
medullary canal has to be prepared with a reamer of 
corresponding length. To ensure consistent cement 
application, the diameter of the reamer must be 
larger than the tip of the prosthesis.

Fig. 3

Fig. 4
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Surgical Technique

The Rasp Stem is inserted with a coupled Rasp 
Handle (Fig. 5).

Due to the anatomical shape of the rasps, the ante-
version usually adjusts itself automatically when 
they are driven in. The femoral canal is prepared 
with rasps of increasing size until the planned size is 
reached.

The size of the rasp corresponds roughly to that 
of the implants (rasp is 0.75 mm larger than the 
implant).
To create a cement mantle of about 2–3 mm the 
implanted stem needs to be one size smaller than 
the last rasp used (e.g., rasp stem R3 = prosthesis 
stem R2).

The rasp is then left in situ. The rasp stem sits slightly 
lower than the lowest point of the resection level
(Fig. 6)

The Calcar Reamer is now used to create a plane 
parallel seat on the proximal femur to allow precise 
seating of the collar (Fig. 7).

INFORMATION: 
To widen the proximal lateral part, the rasp can 
be run up and down a couple of times. This 
creates more space for the cement in this area.

CAUTION:
To prevent the reamer from being damaged, 
it must be pushed as far as possible caudally 
onto the guide pin before starting to ream.

The rasp is then left in situ. The rasp stem sits slightly 
lower than the lowest point of the resection level
(Fig. 6)

The Calcar Reamer is now used to create a plane 
parallel seat
seating of the collar 

CAUTION:
To prevent the reamer 
it must be pushed
on

Fig. 5

Fig. 6 Fig. 7
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Trial reduction is carried out with the fi nal size of 
rasp in situ. The handle is removed and the Trial Neck 
Segment selected in preoperative planning (right/ 
left, CCD angle), is placed on the rasp. The different 
Trial Heads are then used to check for optimal 
offset and correct leg length and to test whether the 
stability is adequate. The range of movement is also 
checked to avoid impingement of bone and implant 
and rule out any instability (Fig. 8).

After trial reduction, the Trial Head and Neck are 
removed by hand and the rasp is removed with the 
rasp handle (Fig. 9).

Fig. 8

Fig. 9
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After removing the rasp, the femoral canal is rinsed thoroughly. Jet lavage is 
recommended for this. 
The medullary space is blocked a few centimeters below the planned position 
of the tip of the femoral stem using an Intramedullary Plug (Fig. 10). 
For more information, please see the separate Surgical Technique “Intramedul-
lary Plugs.”

The cement is mixed under vacuum and then inserted into the femoral canal 
using an applicator syringe with a nozzle. Application begins distally. The canal 
is filled with cement retrogradely and uniformly by slowly withdrawing the nozzle 
as the cement is being applied.
Then the cement is compressed in the femoral canal for approx. 30 seconds 
using a cement compressor (Fig 11).

After cement application, the SPII Model Lubinus Hip Stem is introduced
into the femoral cavity as far as possible using the Insertion Forceps (Fig 12).

CAUTION:
The SPII Model Lubinus Hip Stem provides 
integrated anatomical ante-torsion. Do not 
further correct the anteversion as is done 
with straight stems.

INFORMATION: 
Before filling the femoral canal, check the viscosity of the cement by 
touching the cement on the tip of the applicator syringe with your finger,
while wearing clean gloves. The best time to apply the cement is when 
it adheres well to the glove and is drawn out in long, heavy threads.

Fig. 10

Fig. 11 Fig. 12
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The SPII Model Lubinus Hip Stem is driven into its fi-
nal position using the Impactor. Surplus cement must 
be removed. While the cement cures, the stem is 
pressed firmly into the cement bed with the tip of the 
Impactor positioned in the hemispherical depression
at the lateral collar (Fig. 13) which prevents transmit-
ting the surgeon’s movements to the stem.

To be on the safe side, a final trial run is performed 
using the colored Plastic Trial Heads (Fig. 14).

The definitive Femoral Head is placed on the care-
fully cleaned taper of the stem and fixed by lightly 
tapping the Impactor (Fig. 15).

The SPII Model Lubinus Hip Stem in situ (Fig. 16).

Once the joint surfaces have been cleaned, the joint 
is reduced with the fi nal implant components.

The wound is closed in layers.

Removing the components
Each of the prosthesis components can be removed
if necessary.

The Prosthesis Head can be removed in an axial
direction using a rod that is placed at the base of
the head.

The femoral component can be removed by tapping
the stem out of the cement mantle using general hip 
stem extraction and revision instruments.

CAUTION:
If a ceramic head has to be replaced, only use 
a CoCr Head.

Fig. 14

Fig. 15

Fig. 16

Fig. 13



SPII Model Lubinus Hip Prosthesis Stem Standard Neck
T EndoDur (CoCrMo alloy), taper 12/14 mm
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Implants

117° CCD 126° CCD 135° CCDTaper

Ø12 mm

Ø14 mm

 Offset            

Offset: 40 mm Offset: 37 mm Offset: 35 mm



CCD 117° CCD 126° CCD 135° B C D E G Marking 
on collar

f f f Version Stem width mm mm mm mm mm

127-610/17 127-610/26 127-610/35 right extra narrow 23.5 130 11 8.0 6.0 R 01

127-612/17 127-612/26 127-612/35 right narrow 25.5 130 13 9.0 6.0 R 1

127-614/17 127-614/26 127-614/35 right medium 27.5 130 14 10.0 7.5 R 2

127-616/17 127-616/26 127-616/35 right large 29.5 130 15 11.0 8.0 R 3

127-618/17 127-618/26 127-618/35 right extra large 31.5 130 16 12.0 8.5 R 4

127-620/17 127-620/26 127-620/35 right extra large plus 31.5 130 18 12.5 10.0 R 4 A

127-622/17 127-622/26 127-622/35 right super large 31.5 130 22 13.5 12.0 R 5

127-720/26 127-720/35 right extra narrow 23.5 150 11 7.5 5.5 R 01

127-722/26 127-722/35 right narrow 25.5 150 13 8.5 5.5 R 1

127-724/26 127-724/35 right medium 27.5 150 14 9.5 7.0 R 2

127-726/26 127-726/35 right large 29.5 150 15 10.5 7.5 R 3

127-728/26 127-728/35 right extra large 31.5 150 16 11.5 8.0 R 4

127-738/26 127-738/35 right extra large plus 31.5 150 18 12.0 9.0 R 4 A

127-732/26 127-732/35 right super large 31.5 150 22 13.0 11.0 R 5

127-710/26 127-710/35 right extra narrow 23.5 170 11 7.0 5.0 R 01

127-712/26 127-712/35 right narrow 25.5 170 13 8.0 5.0 R 1

127-714/26 127-714/35 right medium 27.5 170 14 9.0 6.0 R 2

127-716/26 127-716/35 right large 29.5 170 15 10.0 6.5 R 3

127-718/26 127-718/35 right extra large 31.5 170 16 11.0 7.5 R 4

127-736/26 127-736/35 right extra large plus 31.5 170 18 11.5 8.5 R 4 A

127-730/26 127-730/35 right super large 31.5 170 22 12.5 10.0 R 5

127-624/17 127-624/26 127-624/35 left extra narrow 23.5 130 11 8.0 6.0 L 01

127-626/17 127-626/26 127-626/35 left narrow 25.5 130 13 9.0 6.0 L 1

127-628/17 127-628/26 127-628/35 left medium 27.5 130 14 10.0 7.5 L 2

127-630/17 127-630/26 127-630/35 left large 29.5 130 15 11.0 8.0 L 3

127-632/17 127-632/26 127-632/35 left extra large 31.5 130 16 12.0 8.5 L 4

127-634/17 127-634/26 127-634/35 left extra large plus 31.5 130 18 12.5 10.0 L 4 A

127-636/17 127-636/26 127-636/35 left super large 31.5 130 22 13.5 12.0 L 5

127-721/26 127-721/35 left extra narrow 23.5 150 11 7.5 5.5 L 01

127-723/26 127-723/35 left narrow 25.5 150 13 8.5 5.5 L 1

127-725/26 127-725/35 left medium 27.5 150 14 9.5 7.0 L 2

127-727/26 127-727/35 left large 29.5 150 15 10.5 7.5 L 3

127-729/26 127-729/35 left extra large 31.5 150 16 11.5 8.0 L 4

127-739/26 127-739/35 left extra large plus 31.5 150 18 12.0 9.0 L 4 A

127-733/26 127-733/35 left super large 31.5 150 22 13.0 11.0 L 5

127-711/26 127-711/35 left extra narrow 23.5 170 11 7.0 5.0 L 01

127-713/26 127-713/35 left narrow 25.5 170 13 8.0 5.0 L 1

127-715/26 127-715/35 left medium 27.5 170 14 9.0 6.0 L 2

127-717/26 127-717/35 left large 29.5 170 15 10.0 6.5 L 3

127-719/26 127-719/35 left extra large 31.5 170 16 11.0 7.5 L 4

127-737/26 127-737/35 left extra large plus 31.5 170 18 11.5 8.5 L 4 A

127-731/26 127-731/35 left super large 31.5 170 22 12.5 10.0 L 5

SPII Model Lubinus Hip Prosthesis Stem Standard Neck
T EndoDur (CoCrMo alloy), taper 12/14 mm
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Implants



SPII Model Lubinus Hip Prosthesis Stem XL Neck
T EndoDur (CoCrMo alloy), taper 12/14 mm
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Implants

Taper

Ø12 mm

Ø14 mm

 Offset            

126° CCD

Offset: 46 mm



CCD 126° B C D E G Marking 
on collar

f Version Stem width mm mm mm mm mm

127-762/26 right narrow 25.5 150 13 8.5 5.5 R 1

127-764/26 right medium 27.5 150 14 9.5 7 R 2

127-766/26 right large 29.5 150 15 10.5 7.5 R 3

127-768/26 right extra large 31.5 150 16 11.5 8 R 4

127-770/26 right extra large plus 31.5 150 18 12 9 R 4 A

127-772/26 right super large 31.5 150 22 13 11 R 5

127-740/26 right extra narrow 23.5 170 11 7 5 R 01

127-742/26 right narrow 25.5 170 13 8 5 R 1

127-744/26 right medium 27.5 170 14 9 6 R 2

127-746/26 right large 29.5 170 15 10 6.5 R 3

127-748/26 right extra large 31.5 170 16 11 7.5 R 4

127-750/26 right extra large plus 31.5 170 18 11.5 8.5 R 4 A

127-752/26 right super large 31.5 170 22 12.5 10 R 5

127-763/26 left narrow 25.5 150 13 8.5 5.5 L 1

127-765/26 left medium 27.5 150 14 9.5 7 L 2

127-767/26 left large 29.5 150 15 10.5 7.5 L 3

127-769/26 left extra large 31.5 150 16 11.5 8 L 4

127-771/26 left extra large plus 31.5 150 18 12 9 L 4 A

127-773/26 left super large 31.5 150 22 13 11 L 5

127-741/26 left extra narrow 23.5 170 11 7 5 L 01

127-743/26 left narrow 25.5 170 13 8 5 L 1

127-745/26 left medium 27.5 170 14 9 6 L 2

127-747/26 left large 29.5 170 15 10 6.5 L 3

127-749/26 left extra large 31.5 170 16 11 7.5 L 4

127-751/26 left extra large plus 31.5 170 18 11.5 8.5 L 4 A

127-753/26 left super large 31.5 170 22 12.5 10 L 5

SPII Model Lubinus Hip Prosthesis Stem XL Neck
T EndoDur (CoCrMo alloy), taper 12/14 mm
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Implants

The neck section/taper of SPII Model Lubinus Hip 
Prosthesis Stem XL Neck is 10.5 mm longer than the 
standard version. 
When combined with standard prosthesis heads, 
they result in increased head–neck lengths. 
The XL versions are intended for use in cases where 
anatomically correct lateralization of the femur can-
not be achieved with the standard SPII stems.

INFORMATION: 
For more information, refer to the SPII Model 
Lubinus Long Stem Prosthesis catalog.

INFORMATION: 
SPII Model Lubinus Hip Prosthesis Stem XL Neck 
can be combined with prostheses heads with 
up to +4 mm additional neck length.



130-250/00 Femoral Reamer Set
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Instruments

Instruments for SPII Model Lubinus Hip Prosthesis Stem

Basic tray Rasp trays R & L

f Description

130-100/15 Basic tray with instruments, complete

130-130/10 Rasp tray, right & left, complete, for 130 mm stems

130-150/10 Rasp tray, right & left, complete, for 150 mm stems

130-170/10 Rasp tray, right & left, complete, for 170 mm stems
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Instruments

130-100/15 Basic Instrument Set

1 130-100/10 Instrument Tray, only, for basic instrument set
2 130-614 Resection Guide, 160 mm
3 130-616 Box Chisel, 290 mm
4 130-613 Impactor, 296 mm
5 131-830/03 Insertion Forceps, 200 mm
6 131-830/04 Taper Cap, exchangeable
7 130-617 Femoral Canal Opener, 365 mm
8 130-394/01 Handle for rasp stems and bone compressors, 285 mm
9 130-610/01 Driver for prosthesis heads, with exchangeable plastic head, 280 mm

10 130-407/02B Calcar Reamer with CoCr inner cylinder, Hudson Fitting, Ø 40 mm, 150 mm

Adapter, optional:
130-407/02D Calcar Reamer with CoCr inner cylinder, AO Fitting, Ø 40 mm, 150 mm

11 175-928/14 Trial Heads, X-ray positive, Taper 12/14, Ø 28 mm, brown, extra long
12 175-928/13 Trial Heads, X-ray positive, Taper 12/14, Ø 28 mm, black, long
13 175-928/12 Trial Heads, X-ray positive, Taper 12/14, Ø 28 mm, blue, medium
14 175-928/11 Trial Heads, X-ray positive, Taper 12/14, Ø 28 mm, green, short
15 175-932/14 Trial Heads, X-ray positive, Taper 12/14, Ø 32 mm, brown, extra long
16 175-932/13 Trial Heads, X-ray positive, Taper 12/14, Ø 32 mm, black, long
17 175-932/12 Trial Heads, X-ray positive, Taper 12/14, Ø 32 mm, blue, medium
18 175-932/11 Trial Heads, X-ray positive, Taper 12/14, Ø 32 mm, green, short
19 175-936/14 Trial Heads, X-ray positive, Taper 12/14, Ø 36 mm, brown, extra long
20 175-936/13 Trial Heads, X-ray positive, Taper 12/14, Ø 36 mm, black, long
21 175-936/12 Trial Heads, X-ray positive, Taper 12/14, Ø 36 mm, blue, medium
22 175-936/11 Trial Heads, X-ray positive, Taper 12/14, Ø 36 mm, green, short

1 3 4 62 7

19
20
21
22

15
16
17
18

11
12
13
14

10 9 8

5
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Instruments

1 2 3 4 5 6 7 8

10 912 1113

Sets of Rasp Stems
130-130/10, 130-150/10, 130-170/10
LEFT       RIGHT

1 2 3 4 5 6 7 8

10 912 1113

1 130-100/30 Tray, empty, left
130-551/07 Rasp Stem, 130 mm, left

2 130-553/07 Rasp Stem, 150 mm, left
130-555/07 Rasp Stem, 170 mm, left
130-551/06 Rasp Stem, 130 mm, left

3 130-553/06 Rasp Stem, 150 mm, left
130-555/06 Rasp Stem, 170 mm, left
130-551/05 Rasp Stem, 130 mm, left

4 130-553/05 Rasp Stem, 150 mm, left
130-555/05 Rasp Stem, 170 mm, left
130-551/04 Rasp Stem, 130 mm, left

5 130-553/04 Rasp Stem, 150 mm, left
130-555/04 Rasp Stem, 170 mm, left
130-551/03 Rasp Stem, 130 mm, left

6 130-553/03 Rasp Stem, 150 mm, left
130-555/03 Rasp Stem, 170 mm, left
130-551/02 Rasp Stem, 130 mm, left

7 130-553/02 Rasp Stem, 150 mm, left
130-555/02 Rasp Stem, 170 mm, left
130-551/01 Rasp Stem, 130 mm, left

8 130-553/01 Rasp Stem, 150 mm, left
130-555/01 Rasp Stem, 170 mm, left

9 131-531/26 Trial Neck Section, 126°
10 131-531/17 Trial Neck Section, 117°
11 131-531/35 Trial Neck Section, 135°
12 131-529/17 Trial Neck Section, 117°, XL
13 131-529/26 Trial Neck Section, 126°, XL

1 130-100/20 Tray, empty, right
130-550/07 Rasp Stem, 130 mm, right

2 130-552/07 Rasp Stem, 150 mm, right
130-554/07 Rasp Stem, 170 mm, right
130-550/06 Rasp Stem, 130 mm, right

3 130-552/06 Rasp Stem, 150 mm, right
130-554/06 Rasp Stem, 170 mm, right
130-550/05 Rasp Stem, 130 mm, right

4 130-552/05 Rasp Stem, 150 mm, right
130-554/05 Rasp Stem, 170 mm, right
130-550/04 Rasp Stem, 130 mm, right

5 130-552/04 Rasp Stem, 150 mm, right
130-554/04 Rasp Stem, 170 mm, right
130-550/03 Rasp Stem, 130 mm, right

6 130-552/03 Rasp Stem, 150 mm, right
130-554/03 Rasp Stem, 170 mm, right
130-550/02 Rasp Stem, 130 mm, right

7 130-552/02 Rasp Stem, 150 mm, right
130-554/02 Rasp Stem, 170 mm, right
130-550/01 Rasp Stem, 130 mm, right

8 130-552/01 Rasp Stem, 150 mm, right
130-554/01 Rasp Stem, 170 mm, right

9 131-530/26 Trial Neck Section, 126°
10 131-530/17 Trial Neck Section, 117°
11 131-530/35 Trial Neck Section, 135°
12 131-528/17 Trial Neck Section, 117°, XL
13 131-528/26 Trial Neck Section, 126°, XL
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Instruments – Additional Instruments

Additional Instruments

Colored Plastic Trial Heads, Taper 12/14 mm

f Ø (mm) Neck length Neck length (mm) Color Qty

175-940/11 40 short  -4.0 green 1

175-940/12 40 medium  0.0 blue 1

175-940/13 40 long  +4.0 black 1

175-940/14 40 extra long  +8.0 brown 1

To couple rasp and handle, the catch is retracted 
fully (arrow, left). The rasp fitting is then inserted  
into the mount on the front of the handle (arrow, 
right, Fig. 1).

To secure the connection between rasp and handle, 
the catch is pushed forward (arrow) (Fig. 2).

To disengage, open the handle (arrow) (Fig. 3). 
The handle can then be detached from the rasp.

Coupling of the rasp

Fig. 1

Fig. 2

Fig. 3
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Additional Instruments

13 14 15 16 17 18 19 20 21 22 2325

21 3 4 5 7 8 9 10 11 12
24

130-250/00 Femoral Reamers, flexible for medullary canal opening

f Description Ø mm
1 130-251/00 Tray, only, sterilizable, with product illustrations
2 130-370/01 Reamer Head 9.0
3 130-370/02 Reamer Head 9.5
4 130-370/03 Reamer Head 10.0
5 130-370/04 Reamer Head 10.5
6 130-370/05 Reamer Head 11.0
7 130-370/06 Reamer Head 11.5
8 130-370/07 Reamer Head 12.0
9 130-370/08 Reamer Head 12.5

10 130-370/09 Reamer Head 13.0
11 130-370/10 Reamer Head 13.5
12 130-370/11 Reamer Head 14.0
13 130-370/12 Reamer Head 14.5
14 130-370/13 Reamer Head 15.0
15 130-370/14 Reamer Head 15.5
16 130-370/15 Reamer Head 16.0
17 130-370/16 Reamer Head 16.5
18 130-370/17 Reamer Head 17.0
19 130-370/18 Reamer Head 17.5
20 130-370/19 Reamer Head 18.0
21 130-370/20 Reamer Head 18.5
22 130-370/21 Reamer Head 19.0
23 130-370/22 Reamer Head 19.5
24 130-376B Flexible Reamer Shaft, Length 350 mm, 2 pcs
25 130-376/01 Guide Wire, Length 670 mm, Ø 3.0 mm

6
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Additional Instruments

Hohmann Retractor

f Version Width Length

130-100 small 10 mm 240 mm

130-105 medium 22 mm 260 mm

130-110 wide 43 mm 240 mm

Broach Handle, Offset
(130-394/01)

Broach Handle, Extra Offset
(130-394/16)

Broach Handle, Dual Offset
(Left: 130-394/03; Right: 130-394/02)

Broach Handle, Extra Dual Offset
(Left: 130-393/95; Right: 130-393/94)

Broach Handle, Anterior, 40°
(130-394/14)

Compatible Broach Handles *

Broach Handle Replacement Spring 

Spring
Corresponding 
Broach Handles

ET07909 130-394/01

ET21007 130-394/16

ET07911 130-394/02

ET07913 130-394/03

ET07017 130-393/94

ET07062 130-393/95

ET20872 130-394/14

130-716/02 Modular Box Chisel 
can be connected to any of the Broach Handles 
and used as an alternative to the monoblock Box 
Chisel for femoral canal opening.

* For details on Broach Handle use in the Direct Anterior Approach (DAA), see the separate „Direct Anterior
 Approach“ surgical technique. 
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Additional Instruments

Dederich Bone Lever with hollow handle
The design makes the instrument comfortable 
to hold over an extended period.

f Version Width Length

15-1032 medium 18 mm 150 mm

15-1033 wide 43 mm 195 mm

130-120 Bone Hook
1 prong, with T-handle, 210 mm

130-150 Femoral Head Extractor
270 mm

Soft Tissue Retractors
with retrograde bend

f Version Width Length

66-3470 small 22 mm 325 mm

66-3472 wide 43 mm 325 mm
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Additional Instruments

68-1475
Bircher Meniscus/Cartilage Clamp
with teeth in jaws, 200 mm

130-160
Lubinus Steinmann Pin
with impact head and extraction hole
Ø 5 mm, 185 mm

For use as a self-retaining retractor, one pin is driven 
into the ischium and another is driven in approxi-
mately 2 cm above the cranial edge of the acetabu-
lum.

For removal, another pin is inserted through the hole 
in the impact head and the Steinmann Pin is then 
easily removed with a rotating motion.
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Additional Instruments

130-164 Slotted Driver for handle 
(for rasp stems) and stem extractor, 310 mm

130-163/60 Mallet
Ø 28 mm, 270 mm, 600 gramm

130-163/90 Mallet
Ø 37 mm, 270 mm, 900 gramm

130-610/02 Plastic Replacement Head for driver 
of prosthesis heads

Plastic Replacement Head for mallet

f For mallet Ø mm Weight

130-163/61 130-163/60 28 600 g

130-163/91 130-163/90 37 900 g

130-618 Osteotome, 263 mm
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Accessories

X-Ray templates for SPII Model Lubinus Hip Prosthesis Stem
Neutral head–neck length, taper 12/14 mm, 110% actual size

f CCD angle Head-Ø mm For stem length mm Set of sheets

131-415/17 117° 28/32 130 7

131-415/26 126° 28/32 130 7

131-415/35 135° 28/32 130 7

131-416/17 117° 36 130 7

131-416/26 126° 36 130 7

131-416/35 135° 36 130 7

X-Ray templates for SPII Model Lubinus Hip Prosthesis Stem XL Neck
Neutral head–neck length, taper 12/14 mm, 110% actual size

f CCD angle Head-Ø mm For stem length mm Set of sheets

131-419/17 117° 28/32 150/170 7

131-419/26 126° 28/32 150/170 7

131-420/17 117° 36 150/170 7

131-420/26 126° 36 150/170 7

X-Ray Templates

X-Ray templates for SPII Model Lubinus Hip Prosthesis Stem Standard Neck
Neutral head–neck length, taper 12/14 mm, 110% actual size

f CCD angle Head-Ø mm For stem length mm Set of sheets

131-417/17 117° 28/32 150/170 7

131-417/26 126° 28/32 150/170 7

131-417/35 135° 28/32 150/170 7

131-418/17 117° 36 150/170 7

131-418/26 126° 36 150/170 7

131-418/35 135° 36 150/170 7

Specific instructions for instruments are available on request: info@linkbio.com

Instructions for Cleaning and Maintenance
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Indications/Contraindications

Lubinus SPII Hip Prosthesis System (all types)

Indications

Intractable pain and immobility resulting from osteo, traumatic, or rheumatoid arthritis.

For persistent or recurrent pain and physical impairment subsequent to joint replacement or other conven-
tional techniques.

Where bone quality is deficient/inadequate for a more conservative technique and total reconstruction 
involving the joint replacement is the considered surgical solution.

Contraindications

Presence of osteomyelitis or any infection in or in proximity to the operative joint.

Systemic deficiencies affecting neuromuscular, vascular or skeletal mechanisms, secondary to pathological 
conditions where the affected joint or extremity has been compromised, and its condition would clearly 
contraindicate the surgery.

Rapid joint destruction or bone resorption apparent on roentgenograms

Elevation of sedimentation rate unexplained by other disease, elevation of W.B.C. count, or more marked 
shift in differential count. Additional distant foci of infection such as genitourinary, pulmonary, skin, or other 
sites are a relative contraindication, because hematogenous transmittal to the implant site may occur. The 
foci of infection should be treated prior to, during, and after the surgery.

Use of this implant in conditions or for purposes other than those for which it was originally designed.

Indications/Contraindications

INFORMATION: 
This device is intended for cemented use. 

INFORMATION: 
These indications/contraindications refer to standard cases. The ultimate decision whether an 
implant is suitable for a patient must be made by the surgeon based on their individual analysis and 
experience.

INFORMATION: 
SPII Model Lubinus Hip Prosthesis Stem XL Neck can be combined with prostheses heads with up 
to +4 mm additional neck length.
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Notes



Important Information

Please note the following regarding the use of our implants:

1. Choosing the right implant is very important.
The size and shape of the human bone determine the size and shape of the implant and also limit the load 
capacity. Implants are not designed to withstand unlimited physical stress. Demands should not exceed 
normal functional loads.

2. Correct handling of the implant is very important.
Under no circumstances should the shape of a finished implant be altered, as this shortens its life span. 
Our implants must not be combined with implants from other manufacturers. 

The instruments indicated in the Surgical Technique must be used to ensure safe implantation of the components.

3. Implants must not be reused.
Implants are supplied sterile and are intended for single use only. Used implants must not be reused.

4. After-treatment is also very important.
The patient must be informed of the limitations of the implant. The load capacity of an implant cannot compare 
with that of healthy bone!

5. Unless otherwise indicated, implants are supplied in sterile packaging.
Note the following conditions for storage of packaged implants:

• Avoid extreme or sudden changes in temperature.
• Sterile implants in their original, intact protective packaging may be stored in permanent buildings up until the 

“Use by” date indicated on the packaging. 
• They must not be exposed to frost, dampness or direct sunlight, or mechanical damage.
• Implants may be stored in their original packaging for up to 5 years after the date of manufacture. The “Use by” 

date is indicated on the product label.
• Do not use an implant if the packaging is damaged.

6. Traceability is important.
Please use the documentation stickers provided to ensure traceability.

7. Further information on the material composition is available on request from the manufacturer.

Follow the instructions for use!

Waldemar Link GmbH & Co. KG, Hamburg, Germany

All content in this catalog, including text, pictures and data, is protected by law. Every instance of use, whether in part or in whole and which 
is not permitted by law, is subject to our prior consent. In particular, this applies to the reproduction, editing, translation, publishing, saving, 
processing, or passing on of content stored in databases or other electronic media and systems, in any manner or form. The information 
in the catalogs is solely intended to describe the products and does not constitute a guarantee.

The Surgical Technique described has been written to the best of our knowledge and belief, but it does not relieve the surgeon of his/her 
responsibility to duly consider the particularities of each individual case.

Products shown in this document may not be available in your country. The product availability is subject to the approval and/or registration 
regulations of the respective country. Please contact Waldemar Link GmbH & Co. KG if you have questions about the availability of LINK 
products in your country.

Waldemar Link GmbH & Co. KG and/or other corporate affiliated entities own, use or have applied for the following trademarks in many 
jurisdictions: LINK, BiMobile, BiPorEx, C.F.P., customLINK, directLINK, E-Dur, EndoDur, Endo-Model, Endo-Model SL, FlexiCones, GEMINI 
SL, HX, LCU, LINK Embrace, LINK Endo-Model EVO, LINK OptiStem, LINK PorEx, LinkSymphoKnee, MEGASYSTEM-C, MIT-H, MobileLink, 
Model Lubinus, MP, PlasmaLink, PorEx-Z, PoroLink, RescueSleeve, SPII, SP-CL, SPAR-K, TiCaP, Tilastan, Toolbox, T.O.P., TrabecuLink, 
VACUCAST, X-LINKed.

Other trademarks and trade names may be used in this document to refer to either the entities claiming the marks and/or names or their 
products and are the property of their respective owners.
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